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intracapsular, intertrochanteric, inter-
cervical, supracondylar, or condylar
fractures of the femur; for fusion of a
joint; or for surgical procedures that
involve cutting a bone. The devices
may be implanted or attached through
the skin so that a pulling force (trac-
tion) may be applied to the skeletal
system.

(b) Classification. Class II.

§ 888.3040 Smooth or threaded metallic
bone fixation fastener.

(a) Identification. A smooth or thread-
ed metallic bone fixation fastener is a
device intended to be implanted that
consists of a stiff wire segment or rod
made of alloys, such as cobalt-chro-
mium-molybdenum and stainless steel,
and that may be smooth on the out-
side, fully or partially threaded,
straight or U-shaped; and may be ei-
ther blunt pointed, sharp pointed, or
have a formed, slotted head on the end.
It may be used for fixation of bone
fractures, for bone reconstructions, as
a guide pin for insertion of other im-
plants, or it may be implanted through
the skin so that a pulling force (trac-
tion) may be applied to the skeletal
system.

(b) Classification. Class II.

§ 888.3050 Spinal interlaminal fixation
orthosis.

(a) Identification. A spinal interlami-
nal fixation orthosis is a device in-
tended to be implanted made of an
alloy, such as stainless steel, that con-
sists of various hooks and a posteriorly
placed compression or distraction rod.
The device is implanted, usually across
three adjacent vertebrae, to straighten
and immobilize the spine to allow bone
grafts to unite and fuse the vertebrae
together. The device is used primarily
in the treatment of scoliosis (a lateral
curvature of the spine), but it also may
be used in the treatment of fracture or
dislocation of the spine, grades 3 and 4
of spondylolisthesis (a dislocation of
the spinal column), and lower back
syndrome.

(b) Classification. Class II.

§ 888.3060 Spinal intervertebral body
fixation orthosis.

(a) Identification. A spinal interverte-
bral body fixation orthosis is a device

intended to be implanted made of tita-
nium. It consists of various vertebral
plates that are punched into each of a
series of vertebral bodies. An eye-type
screw is inserted in a hole in the center
of each of the plates. A braided cable is
threaded through each eye-type screw.
The cable is tightened with a tension
device and it is fastened or crimped at
each eye-type screw. The device is used
to apply force to a series of vertebrae
to correct ‘‘sway back,’’ scoliosis (lat-
eral curvature of the spine), or other
conditions.

(b) Classification. Class II.

§ 888.3100 Ankle joint metal/composite
semi-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/composite semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits translation and
rotation: in one or more planes via the
geometry of its articulating surfaces.
It has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a talar resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a tibial resurfacing component fab-
ricated from ultra-high molecular
weight polyethylene with carbon fibers
composite, and is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).

(b) Classification. Class II.

§ 888.3110 Ankle joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/polymer semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits translation and
rotation in one or more planes via the
geometry of its articulating surfaces
and has no linkage across-the-joint.
This generic type of device includes
prostheses that have a talar resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a tibial resurfacing component made of
ultra-high molecular weight poly-
ethylene and is limited to those pros-
theses intended for use with bone ce-
ment (§ 888.3027).
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(b) Classification. Class II.

§ 888.3120 Ankle joint metal/polymer
non-constrained cemented pros-
thesis.

(a) Identification. An ankle joint
metal/polymer non-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an ankle
joint. The device limits minimally (less
than normal anatomic constraints)
translation in one or more planes. It
has no linkage across-the-joint. This
generic type of device includes pros-
theses that have a tibial component
made of alloys, such as cobalt-chro-
mium-molybdenum, and a talar compo-
nent made of ultra-high molecular
weight polyethylene, and is limited to
those prostheses intended for use with
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any ankle joint metal/polymer non-
constrained cemented prosthesis that
was in commercial distribution before
May 28, 1976, or that has, on or before
December 26, 1996, been found to be
substantially equivalent to a ankle
joint metal/polymer non-constrained
cemented prosthesis that was in com-
mercial distribution before May 28,
1976. Any other ankle joint metal/poly-
mer non-constrained cemented pros-
thesis shall have an approved PMA or a
declared completed PDP in effect be-
fore being placed in commercial dis-
tribution.

[52 FR 33702, Sept. 4, 1987, as amended at 61
FR 50709, Sept. 27, 1996]

§ 888.3150 Elbow joint metal/metal or
metal/polymer constrained ce-
mented prosthesis.

(a) Identification. An elbow joint
metal/metal or metal/polymer con-
strained cemented prosthesis is a de-
vice intended to be implanted made ex-
clusively of alloys, such as cobalt-chro-
mium-molybdenum, or made from
these alloys with a ultra-high molecu-
lar weight polyethylene bushing, and
used to replace an elbow joint. The de-
vice prevents dislocation in more than
one anatomic plane and consists of two

components which are linked together.
This generic type of device is limited
to those prostheses intended for use
with bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 888.3.

§ 888.3160 Elbow joint metal/polymer
semi-constrained cemented pros-
thesis.

(a) Identification. An elbow joint
metal/polymer semi-constrained ce-
mented prosthesis is a device intended
to be implanted to replace an elbow
joint. The device limits translation and
rotation in one or more planes via the
geometry of its articulating surfaces.
It has no linkage across-the-joint. This
generic type of device includes pros-
theses that consist of a humeral resur-
facing component made of alloys, such
as cobalt-chromium-molybdenum, and
a radial resurfacing component made
of ultra-high molecular weight poly-
ethylene. This generic type of device is
limited to those prostheses intended
for use with bone cement (§ 888.3027).

(b) Classification. Class II.

§ 888.3170 Elbow joint radial (hemi-
elbow) polymer prosthesis.

(a) Identification. An elbow joint ra-
dial (hemi-elbow) polymer prosthesis is
a device intended to be implanted made
of medical grade silicone elastomer
used to replace the proximal end of the
radius.

(b) Classification. Class II.

§ 888.3180 Elbow joint humeral (hemi-
elbow) metallic uncemented pros-
thesis.

(a) Identification. An elbow joint hu-
meral (hemi-elbow) metallic
uncemented prosthesis is a device in-
tended to be implanted made of alloys,
such as cobalt-chromium-molybdenum,
that is used to replace the distal end of
the humerus formed by the trochlea
humeri and the capitulum humeri. The
generic type of device is limited to
prostheses intended for use without
bone cement (§ 888.3027).

(b) Classification. Class III.
(c) Date PMA or notice of completion of

a PDP is required. A PMA or a notice of
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